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BACKSCATTER  MEASUREMENTS  ON  OPTICAL  FIBERS 
B.  L.  Danielson 


An  optical  time  domain  ref lectometer  (OTDR)  and  its  components  are  describ- 
ed in  detail.  The  system  performance  for  this  device  is  examined.  Experimental 
methods  are  described  for  the  measurement  of  several  parameters  of  interest  in 
the  characterization  of  optical  fibers  usinq  the  OTOR.  These  parameters  include 
scatterinq  loss  and  capture  fractions  for  unperturbed  fibers.  Experimental  cap- 
ture-fraction values  are  reported  for  several  step  and  qraded-index  fibers  and 
these  results  are  compared  with  theoretical  predictions.  Rayleiqh  backscatter 
siqnatures  are  also  presented  for  several  fibers  from  different  manufacturers. 
Fault  signatures  are  shown  for  some  intrinsic  and  extrinsic  fiber  perturbations. 

KEY  WORDS:  Backscatterinq;  capture  fractions;  fiber  scatterinq;  optical  time 
domain  ref lectometry;  Rayleigh  scatterinq. 

1.   INTRODUCTION 

The  optical  time  domain  reflectometer  (OTDR)  is  an  instrument  that  was  developed  in 
1976  [1,2]  which  has  proved  to  be  very  useful  in  testinq  optical  fibers.   It  is  similar  in 
operation  to  the  time  domain  reflectometer  that  has  been  used  for  many  years  to  examine  and 
locate  irregularities  and  mismatches  in  cables.   In  the  optical  case,  the  inherent  Rayleiqh 
backscattering  which  occurs  in  the  fiber  material  also  provides  a  visualization  of  the 
attenuation  and  scatterinq  properties  of  the  waveguide  as  a  function  of  lenqth.  Not  only 
can  the  attenuation  of  the  fiber  be  estimated,  but  anomalies  may  be  located  and  character- 
ized. An  excellent  review  article  by  Rourke  [3]  contains  much  useful  information  on  the 
OTDR  system  and  its  application  to  a  number  of  optical  fiber  measurement  problems. 

If  a  rectanqular  optical  pulse  of  width  W  and  peak  power  $  is  injected  into  a  fiber, 
the  time-dependent  response  of  the  backscatter  power  at  the  input  end  of  the  fiber  <i>(t)  can 
be  shown  to  be  [4] 

*(t)    =    0.5   *  Wv      Ta  F      +    a  F    ]    exp    [-a,v    t]  (1-1) 

'  oqss         nnJKLTq 

where  v  is  the  qroup  velocity,  ns   the  Rayleiqh  scatterinq  attenuation  coefficient,  and  F$ 
is  the  Rayleiqh  capture  fraction,  that  is,  the  fraction  of  the  scattered  radiation  which  is 
trapped  in  the  fiber  and  returned  in  the  backward  direction.  The  quantities  on  and  Fn  refer 
to  the  corresponding  variables  for  non-Rayleigh  type  scattering  processes.  The  total  atten- 
uation coefficient,  ay  is  the  sum  of  the  scattering  coefficients,  a$  and  ap,  and  the  absorp- 
tion coefficient  representing  the  conversion  of  pulse  energy  into  heat,  a  .  Equation  (1-1) 


applies  to  a  uniform  reciprocal  fiber.  In  the  more  general  case,  both  scattering  and  ab- 
sorption coefficients  as  well  as  capture  fractions  may  be  a  function  of  length. 

In  this  report,  we  will  document  various  experimental  techniques  for  measuring  the 
parameters  which  occur  in  eq  (1-1).  We  will  also  present  examples  of  the  observed  charac- 
teristic backscatter  responses,  $(t),  for  fibers  which  do  not  possess  uniform  properties. 
These  backscatter  "signatures"  will  be  presented  for  fibers  as  received  from  the  manufac- 
turers as  well  as  for  fibers  which  have  aberrations  induced  by  external  means.  We  will 
attempt  to  correlate  observed  signatures  with  changes  in  the  physical  properties  of  the  per- 
turbed fibers. 

Values  of  scattering  coefficients,  capture  fractions,  and  other  parameters  appearing  in 
eq  (1-1)  can  be  useful  in  the  identification,  characterization  and  location  of  anomalies 
occuring  in  secure  optical  fiber  communication  systems.  Also,  this  information  may  be  help- 
ful in  OTDR  design  work,  computer  modeling  and  military  fiber  and  cable  specification. 

2.  DESCRIPTION  OF  THE  OTOR 
2.1  Data  Acquisition  System 

Figure  2-1  shows  a  block  diagram  of  the  main  elements  of  the  OTDR  system  used  to  gener- 
ate the  data  described  in  this  report.  The  system  was  mounted  on  a  bench  top  and  no  effort 
was  made  toward  making  the  device  compact  or  transportable  for  field  use.  The  main  compo- 
nents will  be  described  separately  below.  Figure  2-2  illustrates  the  nature  of  the  unpro- 
cessed oscilloscope  display  for  a  graded-index  fiber  which  demonstrates  a  scattering  anoma- 
ly. Figure  2-3  represents  the  corresponding  display  from  the  boxcar  integrator,  and  figure 
2-4  the  boxcar  output  on  a  logarithmic  scale. 

2.2  Laser  Diode  Sources^ 

For  OTDR  applications  it  is  desirable  to  have  optical  sources  capable  of  producing  high 
peak  radiance  and  high  repetition  rate  with  pulse  durations  in  the  general  range  of  5  to  100 
ns.  If  backscatter  responses  are  to  be  used  to  estimate  loss  at  the  communication  wave- 
length of  interest,  then  the  source  should  also  emit  radiation  at  that  wavelength.  In  the 
spectral  region  around  850  nm,  a  suitable  pulsed  source  is  the  single  heterojunction  GaAlAs 
laser  diode  which  is  available  from  a  number  of  manufacturers  [51.  The  diode  used  in  the 
present  experiments  was  a  RCA  type  C30012  [6]  which  was  rated  at  4  W  peak  power  at  a  1  kHz 
repetition  rate.  With  this  source  and  1:1  imaging  optics  it  was  possible  to  get  a  maximum 
of  about  1  W  peak  power  coupled  into  most  fibers. 

Many  RCA  GaAlAs  laser  diodes  are  partially  polarized.  This  property  can  help  reduce 
the  coupling  loss  if  a  Glan-Thompson  prism  or  polarizing  beam  splitter  is  used.  It  was 
found  that  the  degree  of  polarization  depends  on  the  current  drive  level  and  also  varies 
from  diode  to  diode.  A  good  sample  can  have  about  80  percent  of  the  output  radiation 
polarized  in  one  direction. 
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Figure  2-1.   Block  diagram  of  the  OTDR  system.  All  lenses  are   lOx  microscope  objectives. 


Figure  2-2.   Backscatter  signal,  oscilloscope  display.  Fiber  H. 


Figure  2-3.   Backscatter  signal,  boxcar  averager  display.  Fiber  H. 


Figure  2-4.   Backscatter  signal,  boxcar  averager  display,  logarithmic  scale.  Fiber  H, 


Higher  average  output  powers  are  possible  with  thermoelectric  cooling  of  the  laser 
diode  [7].  No  cooling  devices  were  used  in  the  present  work,  however. 

2.3  Detectors 

In  view  of  the  low  signal  levels  involved  in  backscatter  systems,  the  detector  usually 
has  internal  gain.  This  can  be  either  an  avalanche  photodiode  (APD)  or  photomultiplier  tube 
(PMT).  In  our  somewhat  limited  experience  with  both  of  these  types  of  detectors,  we  have 
found  the  APD  to  be  preferable  from  several  standpoints.  In  the  present  case  we  used  an  RCA 
type  C30818E  silicon  APD  [8].  For  accurate  measurements,  the  linearity  of  the  detector  at 
the  normal  operating  gain  is  an  important  consideration.  We  checked  the  linearity  in  the 
following  manner.  A  calibrated  neutral  density  filter  (NDF)  with  approximately  3  dB  attenu- 
ation (neutral  density  0.3)  was  inserted  in  the  backscatter  beam  and  the  signal  level  noted. 
Comparison  between  the  unattenuated  and  observed  signal  levels  yields  a  quantitative  measure 
of  the  detector  linearity.  When  using  this  method,  the  NDF  should  always  be  inserted  in  the 
beam  where  the  rays  are  parallel  and  allowance  should  be  made  for  the  fact  that  the  focused 
beam  may  be  displaced  slightly.  If  the  detector  response  is  not  uniform  across  its  sensi- 
tive area,  the  apparent  detector  responsivity  may  change.  This  problem  may  to  a  large  ex- 
tent be  obviated  by  mounting  the  detector  on  a  XYZ  translator  and  maximizing  all  signals 
prior  to  reading.  Figure  2-1  shows  an  appropriate  location  for  insertion  of  the  NDF.  Line- 
arity may  also  be  checked  over  a  wider  dynamic  range  with  this  method  by  using  higher  densi- 
ty filters. 

2.4  Beamsplitters 

Several  types  of  possible  OTDR  beamsplitters  and  some  of  their  characteristics  are 
illustrated  in  figure  2-5.  The  coupling  loss  which  is  listed  in  the  figure  is  based  on  the 
assumption  that  the  backscattered  radiation  is  unpolarized,  since  few  fibers  maintain  polar- 
ization for  more  than  a  few  meters  [9].  The  coupling  loss  is  then  defined  as 

•l 
Coupling  loss  =  10  log —  (dB)  (2-1) 

$2 

where  $i  is  the  collimated  laser  diode  output  power  and  $2  is  the  power  that  is  directed 
toward  the  detector  after  having  undergone  a  lossless  reflection.  For  polarizing  beam- 
splitters this  coupling  loss  will  depend  on  the  initial  state  and  degree  of  source  polariza- 
tion. The  minimum  loss  is  for  100  percent  polarization  in  the  direction  indicated  by  the 
arrows  in  figure  2-5. 

Most  commercially  available  50:50  (nominal)  beamsplitters  do  not  have  an  exact  50:50 
beamsplitter  ratio,  and  this  ratio  may  be  a  function  of  wavelenqth.  Figure  2-6  demonstrates 
how  the  coupling  loss  changes  with  reflectivity  (we  assume  that  transmission  +  reflection 

"  I)- 

Figures  2-5(b)  and  2-7  indicate  that  a  fairly  efficient  beamsplitter  can  be  constructed 
from  a  glass  plate  if  it  is  used  at  a  high  angle  of  incidence.  The  parameter  P  represents 
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One  surface  coated  for  50%  trans- 
mission. See  figure  2-6. 
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figure  2-7. 
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Optical  fiber  coupler.  See 
text. 
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(f) 


Nv 


Taper  coupler  [1] 


Figure  2-5.  Types  of  OTDR  beam  splitters. 
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Figure  2-6.       Coupling  loss  as  a   function  of  beam  splitter  reflectivity, 
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Figure  2-7.   Coupling  loss  for  a  glass  plate  beam  splitter  as  a  function  of  angle  of 
incidence  for  different  degrees  of  polarization  of  the  incident  beam. 


the  fraction  of  the  laser  diode  power  which  is  polarized  in  the  direction  perpendicular  to 
the  plane  defined  by  the  normal  to  the  plate  surface  and  the  incoming  beam  propagation  vec- 
tor. In  the  calculation  of  the  coupling  loss  for  this  device  we  have  taken  into  account 
reflections  from  both  the  front  and  back  surfaces.  The  Fresnel  equations  [10]  were  used  to 
determine  the  reflectivity  as  a  function  of  angle  of  incidence.  A  prism  may  also  be  used  in 
the  same  manner. 

If  space  is  a  consideration,  the  beam  splitter  illustrated  in  figure  2-5(c)  is  another 
possibility.  The  laser  diode,  detector  and  test  fiber  can  be  connected  together  by  appro- 
priate pigtails.  Since  numerical  apertures  of  fibers  are  independent  of  their  diameters, 
the  diode  can  couple  into  the  launch  fiber  with  a  relatively  high  efficiency  in  the  forward 
direction.  The  coupling  loss  is  calculated  from  branching  ratios  determined  from  the  rela- 
tive fiber  cross  sections  presented  to  the  backward  traveling  wave.  This  arrangement 
apparently  has  not  been  described  in  the  literature. 

We  have  employed  the  Glan  prism  of  figure  2-5(d)  in  the  current  work.  This  beam 
splitter  provides  good  isolation  (-37  dB)  to  Fresnel  reflections  from  the  input  end  of  the 
fiber,  and  has  a  relatively  low  coupling  loss.  One  disadvantage  is  the  fact  that  the  prism 
material  is  dispersive;  the  backscattered  radiation  is  returned  at  different  angles  as  the 
wavelength  is  changed.  Use  of  different  laser  sources  causes  misalignment  at  the  detec- 
tor. The  Foster  or  beam-splitting  Glan-Thompson  prism  shown  in  figure  2-5(e)  corrects  this 
problem,  but  at  considerable  expense.  Polarizing  beam  splitters  do  not  have  this  difficul- 
ty, but  the  thin  films  that  comprise  the  beam  splitting  surface  do  not  maintain  their  polar- 
izing properties  over  a  wide  spectral  interval. 

The  taper  coupler  (fig.  2-5(f))  has  been  described  by  Barnoski  et  al .  [1]. 

Other  types  of  beam  splitters  have  been  described  in  the  literature,  including  bifur- 
cated couplers  [11],  and  a  patented  coupling  cell  filled  with  index-matching  liquid  and  a 
beam  splitter  [12].  Optical  fiber  directional  couplers  are  also  available  commercially,  but 
have  not  been  evaluated  by  our  laboratories. 

2.5  Boxcar  Averager 

The  signal  averaging  device  used  in  the  present  work  was  a  PAR  Model  162  boxcar  inte- 
grator. This  particular  instrument  has  the  desirable  feature  that  ratios  may  be  taken  of 
the  scanned  backscatter  signal  and  an  unscanned  reference  signal.  The  latter  is  obtained 
from  a  power  divider  after  the  first  stage  of  amplification.  This  type  of  signal  processing 
minimizes  the  effect  of  drift  in  the  laser  diode  source  and  detector. 

The  adjustable  delay  (fiq.  2-1)  allows  the  boxcar  scan  to  beqin  at  any  desired  point  in 
time.  Since  time  maps  into  distance  along  the  fiber,  this  is  equivalent  to  starting  the 
scan  at  any  desired  fiber  location. 

The  time  scan  of  the  boxcar  averager  may  be  calibrated  with  markers  which  are  output 
from  a  pulse  generator.  Time  intervals  are  measured  with  an  electronic  timer/counter.  The 
display  time  for  a  full  scale  scan  is  then  accurate  to  within  an  estimated  0.02  percent. 
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2.6  Launcher 

A  fiber  launcher  which  we  have  found  to  be  convenient  is  shown  in  figure  2-8.  This  is 
an  adaptation  of  a  device  originally  described  by  Dakin  et  al .  [13].  It  consists  of  a 
precision-bore  capillary  tube  [14]  which  is  flared  at  one  end  for  easy  insertion  of  the 
fiber.  The  usual  capillary  diameter  of  0.152  mm  will  hold  0.125  mm  o.d.  fibers  without 
creep  once  the  fibers  are  inserted.  The  launcher  is  filled  with  index-matching  oil  which 
also  serves  as  a  mode  stripper.  Once  aligned,  fibers  may  be  removed  and  reinserted  without 
significant  realignment.  However,  care  must  be  exercised  that  dust  or  foreign  matter  does 
not  contaminate  the  bore  or  launch  end.  The  launcher  is  demountable  so  that  it  can  be 
cleaned  if  desired. 
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Figure  2-8.   Demountable  fiber  launcher. 

It  is  not  necessary  to  use  antireflection  coatings  on  the  glass  cover  slip-on  the  input 
end  if  polarizing  optics  are  used  for  the  beam  splitter.  The  reflection  off  the  front  sur- 
face is  polarized  and  therefore  largely  rejected  at  the  Glan  prism  coupler. 


2.7  Apertures 

The  aperture  labeled  No.  1  in  figure  2-1  is  a  laser-drilled  pinhole  and  is  used  to 
control  the  spot  size  on  the  fiber.  In  certain  cases,  for  example,  with  concentric-core 
fibers,  it  may  be  desirable  to  restrict  the  set  of  excited  modes  which  are  launched  at  the 
input  end  of  the  fiber.  Alignment  is  facilitated  if  the  optics  have  a  magnification  of 
one.  Here  the  desired  spot  size  is  the  same  as  the  pinhole  size  and  is  independent  of  the 
launch  NA.  The  aperture  labeled  No.  2  in  the  same  figure  is  used  to  reduce  the  magnitude  of 
the  Fresnel  reflection  from  the  input  end  of  the  fiber.  However,  in  many  of  the  measure- 
ments reported  on  here,  both  apertures  were  removed  in  order  to  maximize  the  backscatter 
signal . 


3.  SIGNAL  AND  NOISE  CONSIDERATIONS 
3.1  Loss  Budget 

The  ultimate  limitation  on  the  OTDR  system  for  obtaining  useful  information  from  opti- 
cal fibers  will  be  associated  with  the  problem  of  extracting  useful  signals  in  the  presence 
of  noise.  The  backscatter  power  levels  are  inherently  small,  and  for  fibers  that  are  many 
kilometers  in  length,  the  signal-to-noise  ratio  (SNR)  of  the  returning  signal  may  be  degrad- 
ed to  an  unacceptable  level.  We  will  present  here  a  numerical  example  of  the  backscatter 
signal  levels  to  be  expected  in  a  somewhat  idealized  OTDR  system  for  a  special  case.  We 
consider  a  pure  silica  fiber  whose  only  loss  is  due  to  the  intrinsic  Rayleigh  scattering, 
and  a  laser  diode  whose  radiation  is  100  percent  polarized.  Other  conditions  are  assumed  as 
follows: 


Pulse  duration  W 

Electronic  bandwidth  B 

Rayleigh  scattering  loss  (850  nm) 

Absorption  loss  aa 

Peak  power  input  to  fiber  <J> 

Beamsplitter  coupling  loss 

Optical  losses  (lenses,  etc.) 

Group  velocity  v 

Capture  fraction  F. 


50  ns 

20  MHz 

1.5  dB/km  (3.45  x  in-4nepers/m) 

0  dB/km 

1  W  (+30  dBm) 
6  dB 

0.2  dB 

2.01  x  108  m/s 

0.005 


From  eq  (1-1)  we  can  calculate  the  maximum  backscatter  power  in  the  fiber,  at  t=0,  to 
be  about  -20.6  dBm,  or  considering  the  beamsplitter  cooling  loss  and  optical  loss,  a  power 
of  about  -26.8  dBm  at  the  detector.  From  design  data  presented  elsewhere  [15],  we  can  infer 
that,  for  a  given  SNR,  a  typical  APD  requires  a  power  level  <J>r  of  approximately 


10  log  B  -73  +  [SNR-10]  0.88  W. 


3-1) 


For  a  minimum  SNR  of  0  dB,  we  have 


*r  s  -69  dBm 


!3-2) 


This  implies  a  loss  margin  of  about  42  dB,  so  that  a  fiber  may  have  a  one  way  loss  of  21  dB 
and  still  have  an  observable  backscatter  feature.  For  the  silica  fiber  considered  here  this 
represents  a  length  of  about  14  km.  In  most  cases  the  loss  of  comrnercially  available  fibers 
is  much  greaer  than  1.5  dB/km  at  850  nm  so  that  the  critical  length  is  reduced  correspond- 
ingly. 

Figure  3-1  illustrates  the  backscatter  signal  levels  expected  from  eq  (1)  as  a  function 
of  fiber  length  for  several  probe  pulse  widths  (at  constant  peak  power)  for  silica  at  850 
nm.  We  have  converted  time  to  length  according  to  the  usual  prescription  2L=tv  . 
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Figure  3-1.   Backscatter  power  levels  for  silica  at  850  nm.  To  a  first  approximation 
this  power  is  proportional  to  the  probe  duration  as  shown  here.  Other 
conditions  are  given  in  the  text. 
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Figure  3-2.   Relative  backscatter  power  as  a  function  of  the  parameter  X  (see  text) 
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3.2  Optimum  Scattering  Levels 

An  examination  of  eq  (1-1)  shows  that  the  backscatter  power  is  proportional  to  the  Ray- 
leigh  scattering  loss  a$.  Being  a  form  of  loss,  a$  also  decreases  the  signal  as  a  funtion 
of  length  through  the  exponential  factor  exp(-a-|-vqt) .  For  a  given  length,  L,  then,  there  is 
an  optimum  a$  which  maximizes  the  backscatter  signal  at  that  point.  This  is  easily  seen  to 
be 

1 


a.  = 


s  "~2T 


>3) 


where  as  has  units  of  nepers/m  and  L  is  in  meters.  Figure  3-2  shows  the  relative  back- 
scatter  signal  as  a  function  of  the  parameter  X=2a$L.  We  have  normalized  this  plot  in  such 
a  way  that  0.5  FWvq  =  1.  As  an  example,  for  a  fiber  length  of  2.6  km,  the  maximum  back- 
scatter  signal  occurs  for  a  Rayleigh  scattering  loss  which  is  just  equal  to  that  of  pure 
silica  (850  nm) . 

3.3  Signal -to-Noise  Ratio  Improvement 

There  are  many  possible  avenues  for  improving  the  SNR  of  the  backscatter  signal.  For 
example,  one  can  increase  the  averaging  time,  peak  power,  or  increase  the  pulse  width  at 
quasi -constant  power.  However,  these  strategies  often  have  their  limits,  and  sometimes  have 
deleterious  side  effects.  We  will  now  examine  some  of  these  possibilities. 

Increasing  the  peak  power,  for  example  with  a  YAG  laser,  can  result  in  nonlinear  scat- 
tering processes,  although  for  multimode  fibers  the  thresholds  appear  to  be  very  high  [16, 
17].  Often  high  peak  powers  are  simply  not  available  at  the  wavelength  of  interest. 

With  many  laser  diode  sources  it  is  possibleNto  increase  the  pulse  width  at  constant 
peak  power  output,  without  exceeding  the  maximum  drive  current  specifications.  The  optical 
backscatter  power  is  directly  proportional  to  the  probe  pulse  width  W  according  to  eq 
(1-1).  For  square-law  detectors  the  corresponding  electrical  power  is  proportional  to  the 
square  of  the  optical  power.  Also,  in  this  case,  the  electronic  signal  bandwidth  can  be 
adjusted  to  be  approximately  1/W  (Hz);  for  white  noise  the  (electrical)  noise  power  will  be 
inversely  proportional  to  pulse  width.  We  then  have  an  apparent  signal-to-noise  improvement 
which  varies  as  the  third  power  of  the  pulse  width  W.  However,  fault-location  resolution  is 
degraded  as  a  consequence.  In  addition,  if  W  >  l/a-i-va,  the  background  backscatter  signature 
is  distorted,  making  attenuation  measurements  less  accurate  and  interpretation  of  anomalies 
more  difficult. 

It  is  well  known  that  the  SNR  also  can  be  increased  by  appropriate  averaging.  For 
Gaussian  noise  processes,  averaging  N  samples  will  reduce  the  mean  rms  current  noise  by  a 
factor  of  N~%  or  the  mean  noise  power  by  a  factor  of  1/N.  One  would  expect  then,  that  the 
SNR  should  increase  directly  with  N  or  with  averaging  time.  The  boxcar  integrator  operates 
on  this  principle.  However,  these  expectations  are  realized  only  for  certain  stationary 
random  noise  processes.  In  real-world  systems,  flicker  noise,  drifts,  or  nonrandom  (coher- 
ent) types  of  interference  will  generally  set  a  limit  to  the  SNR  which  can  be  attained  with 
an  increase  in  averaging  time. 
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4.  MEASUREMENTS  WITH  UNPERTURBED  FIBERS 
4.1  Fiber  Backscatter  Signatures 

An  estimate  of  the  total  attenuation  of  an  optical  fiber  is  easily  made  from  an  exami- 
nation of  the  background  backscatter  signature,  that  is  the  backscatter  power  versus  time 
profile  which  is  a  characteristic  of  the  fiber  in  question.  As  used  here,  the  background 
signature  refers  to  the  response  due  to  uniform  Rayleigh  scattering  in  the  fiber  and  is  dis- 
tinguished from  fault  signatures  discussed  in  a  later  section  which  arise  from  fiber  irregu- 
larities or  faults.  The  degree  of  agreement  between  backscatter-derived  loss  determinations 
and  the  conventional  cut-back  loss  values  depends  on  measurement  procedures  as  well  as  the 
intrinsic  properties  of  the  fiber.  The  procedures  and  conditions  necessary  for  good  agree- 
ment have  been  discussed  at  length  elsewhere  [18];  we  will  note  here  only  that  if  the  pro- 
perties of  the  fiber  are  uniform  (not  a  function  of  length)  and  reciprocal  (the  same  in  both 
forward  and  backward  directions)  then  the  losses  determined  from  the  cut-back  and  back- 
scatter  methods  sould  be  equal.  In  some  cases  the  actual  fiber  attenuation  may  be  inferred 
from  OTDR  measurements  when  these  conditions  are  not  fulfilled  [19]. 

We  will  show  in  this  section  some  typical  backscatter  scans,  from  which  attenuation  may 
be  inferred,  in  order  to  demonstrate  their  appearance,  the  variability  between  manufactur- 
ers, and  some  possible  significance  to  the  fine  structure  which  is  often  observed.  It  will 
sometimes  be  convenient  to  display  the  linear  backscatter  signature  (fig.  4-1)  and  at  other 
times  the  logarithmic  signature  (fig.  4-2).  The  linear  display  emphasizes  irregularities 
near  the  launch  end  of  the  fiber  and  can  be  used  to  determine  attenuation  with  no  Y-axis 
calibration.  The  logarithmic  display  requires  a  system  calculation  to  calibrate  the  Y-axis, 
but  has  a  wider  dynamic  range  and  provides  for  easy  visual  identification  of  nonlinear  loss 
regions.  These  are  manifested  by  changes  in  slope. 

Figures  4-1  to  4-3  represent  the  backscatter  scans  from  a  concentric-core  fiber  [20]. 
This  type  of  fiber  has  a  special  geometry  consisting  of  two  step-type  channels  in  one 
fiber.  One  of  the  cores  is  on  axis  and  the  second  is  in  the  form  of  a  concentric  annulus. 
It  will  be  noted  that  there  is  a  high  degree  of  correlation  in  the  irregularities  appearing 
on  the  scans  of  both  channels.  These  fluctuations  are  reproducible  and  are  observed  on  most 
of  the  fibers  we  have  tested.  They  are  most  likely  due  to  diameter  changes  which  arise 
while  the  fiber  is  being  drawn.  Rourke  [3]  has  shown  that  diameter  variations  will  produce 
effects  of  this  sort,  although  other  explanations  have  also  been  offered  [21]. 

Figures  4-4  to  4-12  show  the  signatures  of  other  fibers  which  also  exhibit  irregulari- 
ties. In  all  of  these  samples,  the  fluctuations  are  a  real  effect  and  are  not  due  to  system 
noise.  It  is  apparent  that  some  fibers  manifest  much  smaller  variations  than  others. 
Fibers  A  and  E  (both  from  the  same  manufacturer)  are  particularly  smooth  in  this  regard.  It 
is  also  clear  that,  for  certain  applications,  such  as  secure  communications,  where  it  is 
desired  to  detect  as  small  a  fault  signature  as  possible,  these  background  irregularities 
should  be  minimized. 
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Figure  4-1.       Backscatter  response  for  a  concentric-core  fiber,  center  core.     Fiber  G. 


Figure  4-2.       Backscatter  response  for  a  concentric-core  fiber,  center  core,   logarithmic 
scale.     Fiber  G. 
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Figure  4-3.   Backscatter  response  for  a  concentric-core  fiber,  outer  core.  Fiber  G. 
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Figure  4-4.       Backscatter  response  for  a  concentric-core  fiber,  outer  core,   logarithmic 
scale.     Fiber  G. 
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Figure  4-5.   Backscatter  response  for  step-index  fiber  F 


Figure  4-6.       Backscatter  response  for  step-index  fiber  F,   logarithmic  scale. 
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Figure  4-8.   Backscatter  response  for  graded- index  fiber  I,  logarithmic  scale. 


Figure  4-7.   Backscatter  response  for  graded-index  fiber  I 
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Figure  4-9.   Backscatter  response  for  graded-index  fiber  A. 
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Figure  4-10.     Backscatter  response  for  graded-index  fiber  A,   logarithmic   scale. 
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Figure  4-11.  Backscatter  response  for  graded-index  fiber  D, 


Figure  4-12.     Backscatter  response  for  step-index  fiber  E. 
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4.2  Scattering  Loss  Measurements 

In  eq  (1-1)  we  have  divided  the  scattering  mechanisms  in  fibers  into  two  different 
categories,  Rayleigh  and  non-Rayleigh.  Rayleigh  scattering  originates  in  intrinsic  spatial 
variations  in  the  index  of  refraction  and  in  fluctuations  in  the  dopant  material  which  occur 
on  a  small  scale  compared  with  the  wavelength.  It  is  characterized  by  a  (1+  cos  e)  angular 
dependence  and  is  inversely  proportional  to  the  fourth  power  of  the  wavelength.  Olshansky 
[22]  gives  an  excellent  review  of  Rayleigh  scattering  in  fibers,  along  with  many  useful 
references.  Non-Rayleigh  scattering  includes  such  processes  as  microbendinq,  core-claddinq 
interface  scattering,  Mie  scattering,  radiation  from  bends  (macrobendinq) ,  and  scattering, 
or  reflection,  from  fiber  imperfections.  Most  of  these  mechanisms  will  scatter  radiation 
predominantly  in  the  forward  direction  (i.e.,  F  is  small)  so  that  their  effects  on  the 
backscatter  signature  is  similar  to  an  absorption  process. 

Many  different  methods  have  been  developed  for  measuring  scattering  in  fibers  [23,24, 
25].  These  are  all  variants  of  integrating  spheres  which  have  the  severe  disadvantage,  in 
our  application,  of  measuring  forward  as  well  as  Rayleigh-type  scattering.  A  technique 
proposed  by  Inada  [26],  and  implemented  by  other  authors  [27,28],  avoids  this  problem.  In 
this  method  the  spectral  loss  is  plotted  as  a  function  of  \~k.  If  ay  represents  the  total 
loss 

a,  =  —  +  E  +  C(X)  (4-1) 

"   A1* 

where  D  is  the  Rayleigh  scattering  coefficient  in  units  of  m-1  A+l+,  E  is  the  loss  contribu- 
tion which  is  independent  of  wavelength,  and  C(x)  is  the  wavelenqth  contribution  which  in 
our  case  is  dominated  by  OH  absorption.  The  Rayleigh  scattering  coefficient  can  be  deter- 
mined by  a  least-squares  fit  to  eq  (4-1)  by  iqnoring  wavelengths  around  950  nm  where  water 
absorption  is  important.  The  fibers  described  in  section  4.3.5  were  measured  in  this  fash- 
ion in  order  to  obtain  a$  values  for  capture  fraction  determinations.  Some  sample  plots  are 
shown  in  figures  4-13,  4-14,  and  4-15  which  show  the  variability  of  these  types  of  plots. 
All  are  graded-index  fibers.  Fiber  A  demonstrates  a  loss  dependence  on  launch  NA.  However, 
the  Rayleigh  scattering  coefficient  (the  slope  of  the  straight-line  fit)  is  independent  of 
launch  NA.  The  difference  in  total  loss  has  been  attributed  to  excess  core-cladding  scat- 
tering [26].  Fibers  B  and  D  do  not  exhibit  this  effect.  Fiber  D  has  a  very  small  residual 
loss  coefficient  E  which  was  unusual  in  the  fibers  tested.  It  is  instructive  to  compare 
these  results  with  pure  silica.  Values  of  scattering  coefficients  vary  somewhat  depending 
on  sample  preparation  and  whether  measurements  are  made  on  bulk  material  or  fibers.  Values 
of  0.80  dB  km"1  um+4  (1.84  x  10_1+  nepers  m"1  um+1+)  are  typical  [29,30].  The  lowest  reported 
loss  in  a  graded-index  multimode  fiber  had  a  Rayleigh  scattering  coefficient  of  1.0  dB  km"1 
urn  l+  [28].  Scattering  levels  usually  increase  with  dopant  concentration. 
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Figure  4-13.  Measured  loss  spectra,  fiber  A. 
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Figure  4-14.  Measured  loss  spectra,  fiber  B. 
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Figure  4-15.  Measured  loss  spectra,  fiber  D. 


4.3  Capture  Fraction  Measurements 
4.3.1  Significance  of  Capture  Fractions 

The  numerical  value  of  optical  fiber  capture  fractions  contribute  to  the  data  base 
which  is  essential  to  design  engineers  in  the  following  applications  areas: 

1.  Passive  (optical  fiber)  gyroscopes.  The  ultimate  attainable  SNR  and  accuracy  will 
be  dependent  on  backscatter  power  levels  which  are   proportional  to  the  capture 
fractions  [31]. 

2.  Full-duplex  communication  systems.   In  systems  which  employ  a  single  wavelength  for 
bidirectional  transmission  on  a  fiber,  backscatter  levels  will  determine  the  SNR 
and  crosstalk  [32,33]. 

3.  OTDR  systems.  Backscatter  signal  levels  will  determine  the  allowable  fiber  loss 
for  location  of  breaks  or  defects. 

4.  Computer  simulation  studies.  Realistic  values  for  F  are  required  for  proper 
computer  modeling  as  described  in  section  6. 

4.3.2  Theory  and  Experimental  Methods 

The  capture  fraction  F  (also  referred  to  as  the  backscatter  factor  or  trapping  factor) 
represents  the  fraction  of  the  radiation  which  is  scattered  or  otherwise  removed  from  the 
forward  propagating  pulse  which  falls  within  the  acceptance  cone  of  the  fiber  and  is  there- 
fore confined  within  the  guided  wave  structure.  We  will  be  concerned  here  only  with  that 
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radiation  travelling  in  a  direction  opposite  to  the  probe  pulse.  The  concept  of  capture 
fractions  is  usually  restricted  to  Rayleigh  scatterinq,  but  we  will  use  it  here  in  a  broader 
sense;  e^ery   process  or  event,  discrete  or  distributed,  which  removes  radiation  from  the 
probe  pulse  and  returns  at  least  some  of  this  radiation  in  the  back  direction  has  associated 
with  it  a  capture  fraction.  Table  2  lists  the  capture  fractions  which  can  be  identified 
with  some  scattering  and  reflection  processes  in  several  different  types  of  fibers.  We  have 
also  included  F  values  of  some  fiber  perturbations  which  have  their  characteristic  capture 
fractions.  Some  of  these,  as  we  will  see  in  section  5,  are  too  small  to  be  measured  but 
upper  limits  can  be  placed  on  their  magnitude. 

We  will  in  the  first  instance  concern  ourselves  with  the  actual  experimental  determi- 
nation of  fiber  capture  fractions  associated  with  scattering  processes  which  vary  inversely 
with  the  fourth  power  of  the  wavelength:  Rayleigh  and  Brillouin  scattering.  Brillouin 
scattering  is  expected  to  have  the  same  angular  and  wavelength  dependence  as  the  Rayleigh 
scattering  and  will  therefore  have  the  same  value  of  F.  According  to  Lin  [21],  the 
Brillouin  scattering  coefficient  is  about  13  percent  as  large  as  the  Rayleigh  coefficient. 

Theoretical  values  for  the  Rayleigh  scattering  capture  fractions  have  been  derived  by 
several  authors  [2,21,33,34,35];  we  will  use  the  results  of  Neumann  [4]  as  follows: 


For  a  step-index  fiber 


and  for  a  graded-index  fiber 


F-KMI!  (4-2] 

8  nL2 


IMl  (4-3) 


4  ni2 

In  both  equations  ni  is  the  value  of  refraction  on  the  fiber  axis.  We  see  than,  that  for 
identical  NA  and  m  values  the  capture  fractions  for  a  graded-index  fiber  are  smaller  than 
the  step-index  fiber  by  a  factor  of  2/3. 

The  approach  we  have  taken  for  the  experimental  determination  of  F  is  based  on  eq  (1-1) 
where  a  known  signal  level  is  compared  with  the  observed  backscatter  signal  level.  A  con- 
venient "calibrated"  signal  level  in  this  case  is  the  Fresnel  reflection  from  a  perfect 
fiber  break.  The  ratio  of  the  power  reflected  $  to  the  power  backscattered  for  an  ideal 
cleave  $s  is  given  by  [27] 

Ji-^L  (4-4) 


<J>    a  cWF 
s    s 

where  W  is  the  probe  pulse  width,  R  the  Fresnel  reflectivity,  and  the  other  quantities  have 

been  defined  previously.  This  relation  is  independent  of  the  total  attenuation  and  lenqth 

of  the  test  fiber.  The  reflectivity  is  given  by  the  relation 
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(ni-1)2 

R  = (4-5) 

(rn+1)2 

If  we  assume  that  the  entire  core  is  of  index  m,  and  the  cleave  is  a  mirror  surface  perpen- 
dicular to  the  fiber  axis.  We  can  then  relate  F  to  quantities  which  are  observables  as 
follows: 

2(ni-l)2  N     $ 

F  =  -1  (4-6) 

(ni+l)2  a$cW   $r 

In  our  experiment  we  measure  a     as  described  in  section  4.2,  and  estimate  N  and  ni  according 
to  section  4.4.  The  probe  pulse  is  nearly  rectangular  and  its  width  W  is  easily  obtained 
from  an  oscilloscope  trace.  The  ratio  ®r/$s   is  determined  as  follows:  The  fiber  was  cleav- 
ed and  examined  for  end  quality  (see  section  4.3.3).  Since  the  power  level  $r  is  large  com- 
pared with  $s  (typically  +30  dB),  it  is  necessary  to  place  a  carefully  calibrated  neutral 
density  filter  with  attenuation  constant  K  in  front  of  the  detector  at  the  position  noted  in 
figure  2-1.  The  rays  at  this  point  are  approximately  parallel  so  that  no  corrections  are 
necessary  for  the  NDF  attenuation,  and  the  location  of  the  focus  on  the  APD  is  unchanged. 
The  detector  is  mounted  on  an  XYZ  translator  so  that  it  is  easy  to  check  for  a  signal  maxi- 
mum. After  the  signal  level  K$r  from  the  fiber  break  is  noted,  the  fiber  end  is  immersed  in 
an  index  matching  fluid  to  suppress  unwanted  reflections  and  the  backscatter  signal  $s  is 
observed  at  the  same  location  in  the  fiber.  If  the  NDF  is  chosen  correctly  the  signal  level 
at  the  APD  will  be  approximately  the  same  as  in  the  prior  measurement  of  *  .  This  tends  to 
minimize  any  nonlinear  response  effects  in  the  APD.  Since  K  is  known,  the  ratio  $r/$s  is 
easily  deduced.  This  information  is  used  with  eq  (4-6)  to  determine  the  values  of  the  cap- 
ture fraction  for  six  step  and  qraded-index  fibers.  At  least  six  measurements  were  made  on 
each  fiber  in  order  to  obtain  an  estimate  of  the  statistical  errors. 

4.3.3  Fiber  End  Preparation 

In  order  to  use  eq  (4-6)  for  the  determination  of  capture  fractions,  it  is  essential  to 
have  the  fiber  ends  cleaved  so  that  they  are  perfectly  reflecting  mirror  surfaces.  Gloge 
[37]  has  shown  that,  in  general,  the  glass  fiber  fracture  face  is  composed  of  three  regions 
known  as  the  mirror,  the  mist  and  the  hackle  zones.  If  properly  cleaved,  the  surface  con- 
sists entirely  of  a  mirror  zone.  In  addition  to  being  smooth  and  flat,  the  end  surface  must 
be  perpendicular  to  the  fiber  axis.  Marcuse  [38]  has  shown  that,  for  end  faces  tilted  with 
respect  to  the  plane  perpendicular  to  the  fiber  axis  as  little  as  two  degrees,  the  reflecti- 
vity can  change  by  30  percent  (parabolic  index  fiber,  A  =  0.01).  Here  A  is  the  relative  in- 
dex difference  of  the  fiber,  A  =  (n^2-n22)/2n i2.  We  have  used  the  scribe-and-pull  technique 
of  Chesler  and  Dabby  [39]  in  order  to  produce  the  highest  quality  of  fiber  breaks.  In  this 
method,  the  fiber  is  held  between  thumb  and  forefinger,  scribed  with  a  silicon  carbide  razor 
blade  [40],  and  then  pulled  until  broken.  The  fiber  must  be  pulled  straight  without  bend- 
ing. Experience  has  shown  that  this  method  produces  fractures  of  superior  quality  to  those 
obtained  from  other  breaking  techniques  [41,42]. 
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Table  3.  Capture  fraction  data 


Fiber  Type  103  F  103  F 


Experimental  Theory 


A  Graded  3.4  +  0.6  4.56 

B  Graded  6.1  ±  1.2  6.74 

C  Graded  6.6  +  1.3  6.83 

D  Graded  2.9  ±  0.6  6.49 

E  Step  2.0  +  0.4  7.11 

F  Step  5.7  ±  1.1  13.9 


Table  4.  Optical  fiber  data 


Fiber 

Length 
m 

NA 

>  a,.  0  819  nm 
dB/km 

aiaj 

r  s 

A 

975 

0.20 

3.27 

71 

2386 

B 

1300 

0.24 

2.07 

67 

946 

C 

1089 

0.24 

1.64 

71 

1106 

D 

1167 

0.23 

3.35 

91 

1346 

E 

782 

0.20 

3.00 

49 

1950 

F 

1200 

0.28 

2.40 

78 

883 
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The  fiber-end  quality  was  determined  by  microscopic  examination  and  with  an  He-Ne  laser 
technique  described  by  Reitz  [43].  With  the  latter  method,  a  low  power  laser  illuminates 
the  end  of  the  fiber.  The  quality  of  the  end  break  will  determine  the  type  of  reflection 
pattern  on  a  remote  screen.  A  small  spot  indicates  a  mirror  surface  fiber  end.  Diffused  or 
large  spots  or  visible  scatter  from  the  end  indicates  a  poor  break.  The  locus  of  points 
described  by  the  reflected  beam  on  a  calibration  target  as  the  fiber  is  rotated,  determines 
the  end-face  angle  (the  axis  of  rotation  is  the  fiber  axis).  This  rotation  is  easily  done 
with  the  fingers  if  the  fiber  is  held  in  a  precision  bore  capillary  tube  [14].  With  care, 
these  angles  can  be  kept  within  a  degree  or  less  of  being  perfectly  perpendicular  to  the 
fiber  axis. 

4.3.4  Numerical  Aperture  Measurements 

There  are  a  number  of  interpretations  and  definitions  of  the  term  "numerical  aperture" 
(NA)  [44].  We  have  chosen  the  far-field  equilibrium  radiation  pattern  as  the  appropriate 
physical  quantity  from  which  we  determine  the  numerical  values  of  NA  for  use  in  eqs  (4-2) 
and  (4-3).  Figure  4-16  is  an  example  of  such  a  radiation  pattern  from  fiber  C.  The  fiber 
was  flooded  to  excite  all  possible  modes  and  measurements  were  taken  at  the  output  end  (1.2 
km)  in  order  to  approximate  equilibrium  conditions.  For  our  purposes  we  will  take  NA  =  sine 
where  e  is  half  the  vertex  angle  at  which  the  output  irradiance  falls  to  0.05  of  the  on-axis 
irradiance.  In  a  series  of  comparisons  for  graded-index  fibers  [45],  the  NA  determined  in 
this  way  has  been  found  to  agree  (to  within  about  10  percent)  with  the  NA  derived  from  index 
measurements  according  to  the  equation 


NA  =  (m2  -  n22)1/2.  (4-7) 


This  relation  is  independent  of  the  profile  parameter,  that  is,  whether  the  fiber  is  of  the 
step  or  graded-index  variety.  The  exact  identification  is,  however,  complicated  by  the  pre- 
sence of  lossy  high  order  modes  and  leaky  modes  [46,47]. 

4.3.5  Results 

The  results  of  the  capture  fraction  measurements  are  listed  in  table  3.  We  see  that 
experimental  F  values  for  three  of  the  four  graded-index  fiber  A,  B,  and  C  agree  fairly  well 
with  the  result  calculated  from  eq  (4-3).  Fiber  D,  however,  has  a  value  almost  a  factor  of 
two  less  than  expected.  For  the  step-index  fibers  all  measured  values  are  less  than  the 
simple  theory,  eq  (4-2),  predicts. 

Fibers  A  and  E  were  from  the  same  manufacturer,  as  were  fibers  B,  C,  and  F.  Fiber  D 
was  obtained  from  a  third  manufacturer.  For  reference  purposes  some  of  the  properties  of 
these  fibers  are  listed  in  table  4.  There  does  not  seem  to  be  an  obvious  correlation  of  low 
F  values  with  any  other  of  the  measured  fiber  parameters. 
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FIBER  C 


ANGLE 


Figure  4-16.  Far-field  equilibrium  radiation  pattern  which  is  used  to  determine  the  NA  of 
fiber  C.  The  angle  between  the  5  percent  intensity  points  is  indicated  by  the 
arrows. 


4.3.6  Error  Analysis 

The  uncertainties  in  the  determination  of  F  values  which  appear  in  table  2  were  ex- 
pressed as  estimated  standard  errors  evaluated  in  the  following  manner.  The  standard  errors 
Axn  in  the  independent  random  variables  xp  and  the  systematic  errors  Ayn  in  the  variables  yr 
can  be  taken  to  contribute  to  the  total  fractional  measurement  standard  error  aF/F  as 
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where  individual  measurement  variables  and  their  fractional  errors  are: 


Power  ratio  $ 
Group  velocity  v 
Phase  index  m 
Pulse  width  W 
Rayleigh  scattering  a 


0.12 

0.014 

0.02 

0.03 

0.10 
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The  quantities  Axn  (for  $,  W,  a$)  represent  one  sigma  calculated  values.  The  systematics 
AYn  (f°r  ni»  O  are  ^est  estimates  for  the  limits  of  error.  We  have  then,  from  eq  (15) 
AF/F  =  0.19.  This  number  was  used  to  calculate  the  tabulated  uncertainties  appearing  in 
table  2. 

4.3.7  Significance  of  Mode  Strippers 

Since  Rayleigh  scattering  is  approximately  isotropic,  it  is  possible  for  some  of  the 
rays  emerging  from  the  scattering  centers  on  the  fiber  axis  to  be  captured  by  the  clad- 
ding. If  the  index  of  refraction  of  the  surrounding  medium  is  smaller  than  the  cladding, 
rays  may  be  refracted  at  the  air-cladding  interface  and  trapped  in  the  backward  direction. 
This  will  increase  the  effective  capture  fractions.  Stone  [24]  has  analyzed  this  problem 
and  found  that  the  one-way  capture  fraction  F  for  a  bare  cladding  in  air  is 

F  =-  [  1  -1  (- -)]  (4-9) 

c   2      4  n!   3n!3 

This  quantity  is,  rather  surprisingly,  independent  of  the  cladding  index  of  refraction  and 
fiber  diameter.  The  numerical  value  of  F  can  be  rather  large;  for  example,  for  a  core 
index  of  1.45,  the  value  of  Fc  is  approximately  0.20  or  a  factor  of  approximately  100  larqer 
than  a  mode-stripped  fiber  which  has  no  backscattered  power  propagating  in  the  cladding. 

We  have  conducted  an  experiment  to  determine  the  importance  of  mode  strippers  on  the 
backscattered  signal.  This  was  done  by  replacing  the  usual  launcher  described  in  section 
2.5  by  a  holder  that  contained  no  index  matching  fluid.  The  backscatter  signal  was  recorded 
by  observation  on  the  oscilloscope.  A  section  of  fiber  close  to  the  launching  end  was  then 
placed  on  a  mode  stripper  consisting  of  12  cm  of  felt  which  was  saturated  with  an  oil  having 
index  greater  than  n2.  A  weight  placed  on  the  fiber  insured  good  optical  contact  with  the 
oil.  The  backscatter  signal  was  again  recorded.  For  most  of  the  fibers  there  was  no  per- 
ceptible change  in  backscatter  signal.  The  maximum  observed  change  represented  a  12  percent 
drop  in  signal  with  application  of  the  mode  stripper. 

These  results  indicate  that,  at  least  for  the  fibers  tested  here,  there  is  a  negligible 
amount  of  backscattered  power  propagatinq  in  the  cladding.  There  are  two  possible  reasons 
for  this.  The  loss  of  the  cladding  is  usually  very  high  (100  dB/km)  so  that  the  radiation 
in  the  cladding  is  rapidly  attenuated.  This  is  particularly  true  for  the  inside  vapor  phase 
oxidation  (IVPO)  process  where  the  soot  is  deposited  on  the  inside  of  a  lossy  silica  tube. 
For  other  manufacturing  processes,  for  example  the  outside  vapor  phase  oxidation  (OVPO),  the 
cladding  may  not  be  as  lossy.  Secondly,  if  the  fiber  is  in  contact  with  a  jacket,  coating, 
or  other  material  of  index  greater  than  m,   the  rays  in  the  cladding  will  escape  into  the 
surrounding  medium.  We  conclude  then,  for  the  fibers  we  have  tested  from  three  different 
manufacturers,  mode  strippers  do  not  have  a  significant  effect  on  backscatter  signal  levels 
or  capture  fraction  determinations. 
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4.3.8  Discussion 

We  see  from  the  capture  fraction  results  in  table  2  that  slightly  over  one  half  the 
experimental  F  values  do  not  have  limits  of  error  that  bracket  the  values  predicted  from 
simple  theory.  The  experimental  values  are  consistantly  low.  We  feel  that  the  experimental 
determinations  of  capture  fractions  described  here  represent  a  realistic  approach  to  the 
measurement  of  these  physical  quantities  and  that  the  low  values  are  real.  This  conclusion 
implies  that  there  are  deficiencies  in  the  theoretical  model  we  have  used,  at  least  as  it 
applies  to  certain  fiber  configurations.  Neumann  [4]  has  discussed  some  of  the  approxi- 
mations and  physical  effects  which  have  been  neglected  in  the  derivation  of  eqs  (4-2)  and 
(4-3).  The  presence  of  leaky  modes,  mode  selective  attenuation,  variations  in  the  fiber 
material  as  a  function  of  length,  variations  in  scattering  as  a  function  of  fiber  radius  and 
changes  in  modal  energy  distributions  could  all  effect  the  simple  theoretical  predictions. 

Pending  independent  F  measurements  by  other  investigators,  we  tentatively  conclude  that 
the  magnitude  of  the  capture  fraction  as  qiven  by  eqs  (4-2)  and  (4-3)  may  yield  excessively 
large  values  in  some  fibers.  The  discrepancies  are  largest  for  the  step-index  fibers  which 
we  tested. 

4.4  Length  Determination  and  Fault  Location 

The  OTDR  also  yields  a  quick  estimate  of  the  lenqth  of  the  fiber  L  from  time-of-fl ight 
measurements.  This  distance  is  determined  from  observations  of  the  time  interval  between 
Fresnel  reflections  at  the  front  and  far  ends  of  the  fiber  according  to  the  relation 

L  =  ^-  (4-10) 

2N 

where  T  is  the  time  interval,  c  the  velocity  of  light,  and  N  the  group  index  of  the  fiber. 
In  order  to  measure  time  intervals  with  precision,  it  is  necessary  to  have  a  source  capable 
of  emitting  a  fast-risetime  pulse.  Measurement  accuracy  requires  a  knowledge  of  the  group 
index  N.  This  information  may  be  available  from  manufacturers.  Experimentally,  group  velo- 
cities, c/N,  can  be  fixed  for  a  short  sample  of  a  given  fiber,  by  means  of  a  shuttle-pulse 
technique  with  a  precision  of  about  0.1  percent  and  accuracies  of  approximately  0.2  percent 
[48].  A  more  convenient,  though  less  accurate,  method  of  estimating  L  from  backscatter 
scans  is  by  assuming  a  representative  value  of  N  for  use  in  eq  (17).  We  will  now  examine  a 
possible  way  of  accomplishing  this. 

The  value  of  N  can  be  calculated  from  the  equation 

dn  i 

N  =  m  -  A (4-11) 

dx 

if  the  wavelength  dependence  of  the  index  of  refraction  is  known.  The  required  dispersion 
data  for  silica  and  a  number  of  doped  silica  glasses  used  in  optical  fibers  has  been  tabu- 
lated by  Malitson  [49],  and  Fleming  [50,51].  The  dispersion  information  may  be  expressed  as 
a  three-term  Sellmeier  relationship  of  the  form 
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aiX2    az^2          a3^2 
n  .2  =  1  + + + (4-12) 

1         x2-b!2    A2-b22    X2-b32 

where  the  coefficients  a  are  related  to  the  material  oscillator  strength,  and  b  the  corres- 
ponding oscillator  wavelengths.  We  have  calculated  N  and  n^  as  a  function  of  wavelength  for 
three  typical  fiber  materials  using  the  data  of  Fleming  and  eqs  (4-10)  and  (4-11);  these 
appear  in  figures  4-17,  4-18  and  4-19.  For  our  purposes  we  will  assume  that  the  13.5 
Ge02:86.5  Si02  sample  represents  a  fairly  typical  on-axis  material  for  a  high-bandwidth 
telecommunicaions  fiber. 

Some  experimental  values  of  N  at  824  nm  have  been  reported  by  Franzen  [48]  for  a  number 
of  high-bandwidth  graded-index  fibers.  These  are  reproduced  in  figure  4-20.  It  can  be  seen 
that  they  are  consistent  with  the  above  approximation  scheme. 

We  have  been  concerned  above  with  fiber  length  measurements.  The  same  considerations 
also  apply  to  fault  location. 

5.  MEASUREMENTS  WITH  PERTURBED  FIBERS 

In  this  section  we  will  consider  the  effect  that  various  local  perturbations  have  on 
the  backscatter  response  of  an  otherwise  uniform  and  reciprocal  fiber.  These  perturbations 
may  be  either  extrinsic,  for  example  bends,  or  intrinsic,  for  example  an  impurity  region  of 
high  loss  in  the  fiber.  We  will  refer  to  the  characteristic  backscatter  features  as  "fault 
signatures"  which  generate  a  change  in  the  background  Rayleigh  response.  It  will  be  conven- 
ient to  divide  the  signal  returns  into  two  categories  which  will  be  referred  to  as  absorp- 
tion-like and  scatter-like  fault  signatures.  The  distinction  is  made  clear  from  an  examina- 
tion of  the  computer-generated  plots  shown  in  figures  5-1  and  5-2.  Scatter-like  signatures 
are  defined  as  those  which  have  an  increase  in  backscatter  signal  larger  than  the  associated 
decrease  (fig.  5-1).  Likewise  figure  5-2  illustrates  an  absorption-like  signature,  from 
which  defect  loss  may  be  inferred  as  shown.  The  most  general  form  of  fault  signature  is  a 
combination  of  both  (fig.  5-3).  It  should  be  noted  that  there  is  always  some  absorption 
associated  with  scatter-like  signatures,  even  though  this  can  be  rather  small.  Also  the 
decrease  in  backscatter  power  on  a  decibel  scale  is  twice  the  actual  fault  loss. 

5.1  Absorption-like  Signatures 

Absorption-like  fault  signatures  are  produced  by  perturbations  which  convert  the  radia- 
tion in  the  probe  pulse  into  heat  energy,  or  by  perturbations  which  scatter  the  radiation 
exclusively  in  the  forward  direction.  Figure  5-4  shows  the  absorption-like  fault  signature 
for  a  fusion  splice  which  exists  at  the  center  of  the  fiber.  The  one-way  loss  is  approxi- 
mately 0.18  dB  at  the  splice.  The  cause  of  the  other  irregularities  which  can  be  seen,  has 
not  been  identified.  Fusion  splices  are  known  to  weaken  the  fiber,  and  the  backscatter 
technique  is  the  only  practical  means  of  detecting  the  presence  of  these  flaws  once  the 
fiber  is  cabled. 
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Figure  4-17.  Index  of  refraction  and  group  index  for  silica, 
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Figure  4-18.  Index  of  refraction  and  group  index  for  13.5  Ge02:86.5  Si02  glass. 
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Figure  4-19.  Index  of  refraction  and  group  index  for  9.1  P205:90.9  Si02  glass, 
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Figure  4-20.  Group  index  measurements  for  five  commercial  fibers.  Measurements  on  three 
fibers  repeated  to  within  0.1  percent.  From  Franzen  and  Day  [48]. 
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Figure  5-1.       Example  of  a  scatter-like  fault  signature.     Gaussian  probe  pulse. 
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Figure  5-2.       Example  of  an  absorption-like  fault  signature.     Gaussian  probe  pulse. 
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Figure  5-3.       Example  of  a  composite  fault  signature  consisting  of  both  scattering  and 
absorption  loss.     Gaussian  probe  pulse. 


Figure  5-4.       Backscatter  signature  for  a  graded-index   fiber  with  a   fusion   splice  at  the 
midpoint.     The  three  other  irregularities  are  unidentified.     Fiber  J. 
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Microbending  signatures  are  also  absorption-like.  The  capture  fraction  associated  with 
radiation  loss  due  to  microbending  was  estimated  in  the  following  experiment.  We  wound  a 
1  km  graded-index  fiber  loosely  in  several  layers  on  a  felt-covered,  20  cm  diameter  drum. 
Ten  plastic  rods,  each  6  mm  in  diameter,  were  positioned  transverse  to  the  winding.  Lateral 
pressure  was  applied  to  the  layers  of  fiber  by  pressing  them  against  the  rods  using  an  ad- 
justable strap  concentric  to  the  drum.  The  effect  on  the  fiber  is  shown  in  figure  5-5.  The 
lower  curve  represents  the  backscatter  response  with  tension  applied  to  the  strap.  Increas- 
ed loss  (about  3.1  dB  total)  occurs  at  locations  where  the  rods  were  in  contact  with  the 
fiber.  The  upper  curve  represents  the  response  when  the  tension  was  removed.  Some  residual 
stress  effects  can  still  be  observed.  It  will  be  noted  that,  in  the  stressed  state  the 
backscatter  signal  is  a  monotonically  decreasing  function  of  time.  This  implies  that  the 
capture  fraction  associated  with  the  removed  radiation  is  very  small.  A  more  quantitative 
estimate  of  the  microbending  capture  fraction  Fn  may  be  obtained  from  a  comparison  of  the 
two  backscatter  scans  at  t=0.  From  eq  (1-1),  the  backscatter  power  in  the  stressed  state 
differs  from  the  corresponding  power  in  the  unstressed  state  only  in  the  term  a  F  .  Then, 
assuming  the  excess  loss  in  figure  5-5  is  a  uniformly  distributed  radiation  loss,  an  is 
about  7x10"^  m  ,  about  the  same  as  a  .  However,  the  stressed  t=0  signal  does  not  increase 
within  an  uncertainty  of  about  one  percent.  This  implies  that  Fn  <  0.01  asF$/an,  or 
F  <  5x10  .  This  is  the  basis  of  the  estimate  given  in  table  2. 

A  third  example  of  an  absorption-like  signature  is  given  by  the  effect  of  radiation 
from  fiber  bends.  The  magnitude  of  the  capture  fraction  associated  with  macrobending  of 
this  sort  was  inferred  from  the  following  experiment.  A  graded-index  fiber,  which  was 
loosely  cabled  in  a  plastic  tube,  was  wound  on  drums  of  different  diameters.  Figure  5-6 
shows  the  resulting  signature  when  the  input  half  of  the  570  m  cable  was  wrapped  on  a  drum 
of  30  cm  diameter  and  the  remaining  cable  wrapped  on  a  drum  of  10  cm  diameter.  There  is  a 
small  change  in  slope  at  the  midpoint  which  implies  an  excess  loss  of  about  0.9  dB/km.  Most 
of  this  loss  can  be  attributed  to  radiation  whih  is  emitted  as  a  result  of  the  decreased 
bend  radius.  Figure  5-7  is  a  similar  scan  where  the  final  40  m  of  the  cable  is  wound  on  the 
smaller  drum,  and  a  change  in  slope  is  also  apparent.  To  obtain  an  upper  limit  on  the 
macrobending  capture  fraction  we  modeled  the  backscattering  process  on  a  computer  usinq  the 
known  parameters  for  fiber  H,  and  assuming  a  value  of  Fn  which  was  judged  to  produce  a  bare- 
ly perceptible  change  in  the  backscatter  signature.  If  the  observed  increase  in  radiation 
loss  had  one  photon  in  1700  returned  in  the  backward  direction,  the  signature  would  appear 
as  in  figure  5-8.  The  backscatter  response  in  this  case  exhibits  a  signal  increase  at  the 
location  corresponding  to  the  junction  of  the  two  drums.  Since  no  such  signal  can  be  detec- 
ted experimentally,  we  conclude  that,  for  this  fiber,  Fn  <  0.0006.  This  result  is  also 
given  in  table  2. 
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Figure  5-5.   Backscatter  signatures  resulting  from  a  microbending  experiment  (see  text). 
Lower  curve  exhibits  effect  of  pressure-induced  microbending.  Upper  curve 
represents  the  response  in  the  relaxed  state.  Fiber  K. 


Figure  5-6.   Backscatter  signature  for  a  fiber  wrapped  on  drums  of  differing  diameter.  The 
input  half  of  the  fiber  is  wound  on  a  drum  of  diameter  30  cm,  the  output  half 
of  the  fiber  is  wound  on  a  drum  of  10  cm  diameter.  Fiber  H. 


37 


4      5     6 
TIME  Cus) 


Figure  5-7.   Backscatter  signature  under  conditions  similar  to  figure  5-6,  except  the  final 
7  percent  of  the  fiber  is  on  the  smaller  drum.  Fiber  H. 
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Figure  5-8.   Computer  simulation  of  radiation  loss  with  an  excess  F  value  of  0.0006,  other 
parameters  similar  to  fiber  H.  Excess  radiation  loss  begins  at  time  345. 
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5.2-  Scatter-Like  Signatures 

We  have  seen  previously,  in  fiqures  2-2  to  2-4,  an  example  of  a  localized  scatter-like 
fault  signature.  The  scan  is  also  reproduced  in  figure  5-9  on  an  expanded  scale.  The  mag- 
nitude of  the  feature  depends  somewhat  on  the  launching  spot  size  and  its  location  on  the 
input  face  of  the  fiber.  It  is  possible  to  observe  a  small  decrease  in  the  slope  of  the  log 
backscatter  signal  following  the  fault.  This  could  possibly  be  explained  by  a  redistribu- 
tion of  probe  pulse  energy  into  less-lossy  modes.  The  most  likely  explanation  for  the  ori- 
gin of  the  fault  is  an  elongated  bubble  or  dielectric  filament  of  the  type  described  by 
Rawson  [52]. 

Figure  5-10  represents  the  scatter-like  signature  due  to  a  commercial  coupler  which 
joins  two  identical  step-index  fibers.  The  signal  at  the  junction  interface  is  off  scale. 
The  one-way  loss  at  the  connector  is  about  1.4  dB.  This  represents  a  rather  extreme  example 
of  a  scatter-like  signature. 

6.  COMPUTER  SIMULATIONS 

One  of  the  main  motivations  for  the  experimental  determination  of  backscatter  para- 
meters is  to  obtain  a  realistic  data  base  for  purposes  of  computer  modeling.  The  actual 
backscatter  display  signatures  can  represent  a  rather  complex  interaction  of  many  vari- 
ables. For  example,  the  Rayleigh  as  well  as  fault  signatures  will  depend  on  absorption 
loss,  scattering  loss,  capture  fractions,  input  pulse  shape,  input  pulse  duration,  wave- 
length, SNR,  type  of  backscatter  display  (direct,  logarithmic,  differential  logarithmic), 
fiber  type  (single  mode,  multimode)  and  the  spatial  distribution  of  any  perturbations  along 
the  length  of  the  fiber.  Computer  generated  displays  which  can  independently  vary  these 
parameters  can  greatly  assist  in  interpreting  and  understanding  experimental  signatures. 
Also,  we  may  be  led  to  a  preferred  display  scheme  for  backscatter  signatures. 

Some  of  these  computer-generated  signatures  have  appeared  in  this  report.  A  much  more 
comprehensive  atlas  of  backscatter  signatures  is  in  preparation  for  a  future  report  in  this 
series. 

7.   CONCLUSIONS 

We  have  described  a  laboratory  OTDR  in  some  detail,  indicated  its  potentialities  and 
limitations,  and  suggested  ways  in  which  the  SNR  may  be  improved.  We  have  also  described 
experimental  techniques  for  estimating  fiber  Rayleigh  scattering,  capture  fractions,  and 
group  velocities.  The  OTDR  system  was  used  to  examine  the  backscatter  signatures  of  a 
number  of  fibers  and  fiber  perturbations.  Some  of  the  main  conclusions  from  the  experi- 
mental work  may  be  summarized  as  follows: 

1.   Fibers  from  some  manufacturers  exhibit  much  smaller  irregularities  in  background  back- 
scatter  than  similar  type  fibers  from  other  manufacturers.  These  signal  variations  are 
probably  due  to  diameter  fluctuations.  It  is  much  easier  to  observe  a  perturbation  or 
fault  signature  on  a  uniform  background.  Therefore,  in  some  applications,  for  example 
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Figure  5-9.       Fault  signature  for  a  bubble   in  a   graded-index  fiber.     This   is  an  expanded 
scale  of  figure  2-4.     Fiber  H. 
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Figure  5-10.  Signature  for  a  commercial  coupler.  The  scatter  signal  at  1.2  us  is  off 
scale.  Fiber  E. 
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secure  communications,  it  may  be  desirable  for  military  agencies  to  specify  tolerances 
on  the  oscillatory  swings  in  the  Rayleigh  backscatter  signature. 

2.  Measured  capture  fractions  were  often  smaller  than  predicted  from  simple  theoretical 
considerations.  There  was  a  large  variability  in  the  agreement  of  theory  and  experi- 
ment from  fiber  to  fiber.  The  reason  for  this  is  not  fully  understood,  but  is  believed 
to  be  related  to  the  oversimplified  nature  of  the  formulae  used  to  predict  Fs  values. 

3.  The  presence  of  a  mode  stripper  does  not  alter  the  backscatter  signal  level  appreciably 
in  the  fibers  we  have  tested.  This  experience  may  not  apply  to  fibers  manufactured 
with  low-loss  cladding  materials. 

4.  Many  types  of  defects  and  anomalies  can  be  observed  with  backscatter  techniques.  We 
have  classified  the  observed  backscatter  features  as  absorption-like  and  scatter-like 
signatures.  Among  the  former  are  those  due  to  good  fusion  splices,  microbending,  and 
macrobending.  Among  the  latter  are  those  due  to  some  couplers,  dielectric  filaments, 
gross  fractures,  and  breaks. 

5.  Upper  limits  have  been  placed  on  the  capture  fractions  due  to  macrobending  and  micro- 
bending  in  sample  fibers  (table  2).  The  small  values  are  due  to  the  fact  that  the 
radiation  associated  with  these  processes  is  largely  scattered  in  the  forward  direc- 
tion. 
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Order  the  following  NBS  publications — FIPS  and  NBSIR's — from 
the  National  Technical  Information  Services,  Springfield,  VA  22161 . 

Federal    Information    Processing    Standards    Publications    (FIPS 

PUB) — Publications  in  this  series  collectively  constitute  the 
Federal  Information  Processing  Standards  Register.  The  Register 
serves  as  the  official  source  of  information  in  the  Federal  Govern- 
ment regarding  standards  issued  by  NBS  pursuant  to  the  Federal 
Property  and  Administrative  Services  Act  of  1949  as  amended, 
Public  Law  89-306  (79  Stat.  1127),  and  as  implemented  by  Ex- 
ecutive Order  11717(38  FR  12315,  dated  May  II,  1973)  and  Part  6 
of  Title  15  CFR  (Code  of  Federal  Regulations). 

NBS  Interagency  Reports  (NBSIR) — A  special  series  of  interim  or 
final  reports  on  work  performed  by  NBS  for  outside  sponsors 
(both  government  and  non-government).  In  general,  initial  dis- 
tribution is  handled  by  the  sponsor;  public  distribution  is  by  the 
National  Technical  Information  Services,  Springfield,  VA  22161, 
in  paper  copy  or  microfiche  form. 
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